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Abstract The unique capabilities of multiple collector
inductively coupled mass spectrometry (MC-ICP-MS) for
high precision isotope ratio measurements in light elements
as Li, Mg, Ca, and Cu are reviewed in this paper. These
elements have been intensively studied at the Geological
Survey of Israel (GSI) and other laboratories over the past
few years, and the methods used to obtain high precision
isotope analyses are discussed in detail. The scientific study
of isotopic fractionation of these elements is significant for
achieving a better understanding of geochemical and
biochemical processes in nature and the environment.
Keywords Lightelements.Isotoperatio.MC-ICP-MS
Introduction
The development of multiple collector inductively coupled
mass spectrometry (MC-ICP-MS) about 15 years ago
immediately indicated the advantages of this technique, at
least in ratio measurements from mass 80 and above. In
general,the acquired data showed precision equal or better to
the well-established thermal ionization mass spectrometry
(TIMS) [1, 2]. The ease of data acquisition was remarkable,
the ionization efficiency was significantly larger, and conse-
quently the sensitivity was improved. When MC-ICP-MS
was introduced it had to compete with TIMS, which at that
time was fully developed and provided the best isotope ratio
data for metallic elements in terms of precision and accuracy.
Even in the stages of application tests MC-ICP-MS exhibited
severaladvantages: highprecision,highreproducibility,high
analytical throughput, simple sample preparation, and, as
mentioned above, improved sensitivity [3].
MC-ICP-MS requires a more complicated instrument
compared to TIMS. It uses an ion source at atmospheric
pressure and therefore requires a specially designed ion
beam introduction inlet system equipped with efficient
pumping systems to reduce the argon gas pressure to
10
−7−10
−8 mbar. Further pumping systems along the ion
flight tube maintain the vacuum at 2×10
−9 mbar. The ion
beam emerging from the interface has a circular profile
which requires a tunable quadrupole lens, efficiently
changing it to a rectangular shape. This rectangular ion
beam possesses ions with an energy spread of up to 30 eV.
An electrostatic energy filter is used to separate an almost
monoenergetic ion beam acceptable for the magnetic sector
mass separator. A further inherent problem in an ICP-MS is
the relatively high instability of the plasma, observed as
fluctuations and drifts of the ion beam. A single collector
system, whether a Faraday cup or an electron multiplier, is
too slow to follow this instability; therefore an array of
Faraday cups (and also a Daly electron multiplier) is
mounted at the end of the instrument, allowing the
simultaneous monitoring of two or more ion beam
intensities. This technique had already been applied in the
multiple collector TIMS instruments.
Plasma 54 (P54), the first MC-ICP-MS instrument manu-
factured by VG Elemental in the UK [1], contained an ion
collector equipped with seven Faraday cups and an analog
Daly detector. A unique feature of all double focusing
instruments is the wide flat-topped ion peak shape, which is
of primary importance for high precision data acquisition.
Two further modifications were applied to this instrument: a
wide-end flight tube to allow simultaneous measurement of
ions with large mass differences, such as U–Pb or
6Li–
7Li,
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e-mail: ludwik@gsi.gov.iland the addition of an electrostatic energy filter before the
Daly detector to enhance abundance sensitivity measure-
ments. Isotope ratio measurements using laser ablation have
also been demonstrated [4]. Several years later VG Elemental-
Thermo Elemental introduced the Axiom, a smaller double
focusing instrument of vertical configuration, providing high
mass resolution capability. This mass spectrometer was aimed
for high precision, fast analytical work [5].
Several other MC-ICP-MS instruments were manufac-
tured by other companies applying different approaches for
efficient reduction of ionic spectral interferences formed by
argon and atmospheric gases, e.g., thermalizing the ions
produced by the plasma, introducing a detection system
comprising a fixed array of Faraday cups and ion counters,
and including an adjustable ion beam dispersion device.
Micromass in the UK introduced the IsoProbe MC-
ICP-MS where an off-axis hexapole collisioncell ismounted
in a jacket between the second interface cone and a beam
focusing system [5]. The cell is flushed with a low pressure
inert gas which reduces the ion energy to less than 1 eV.
Also spectral interferences such as ArC
+, ArN
+, ArO
+,
ArCl
+,a n dA r þ
2 dimers produced in the atmospheric
plasma, which interfere with
52Cr
+,
54Fe
+,
56Fe
+,
75As
+,
and
80Se
+, respectively, are removed by collision-induced
cleavage of the Ar–X bonds, allowing measurement isotope
ratios at masses below 80. The remainder of the instrument
comprises a magnetic mass separator and a multiple
collector detection system.
Nu Instruments in the UK introduced the Nu Plasma MC-
ICP-MS.Thismachine,aswiththe Plasma 54,was developed
by P.A. Freedman who maintained the same basic concepts,
but introduced a different design for almost all the modules.
Essentially it is a forward geometry (electrostatic sector
followed by magnetic sector), double focusing mass spec-
trometer with a C-shape configuration compared to the S-
shapeoftheP54.Theionbeamprofileconversionsystemisof
differentconstructionandtheelectrostaticenergyfilterandthe
magnetic separator were changed in shape and size. The
profound advance in this design is the multiple collector
detection system. The detection module comprises an array of
15 fixed detectors, 12 Faraday cups, and three electron
multipliers, in front of which a zoom lens system deflects
each separated ion beam into a chosen detector. Also, one
of the multipliers is equipped with a filter for cutting off the
tail from highly abundant isotopes. A later model from Nu
Instruments, the Nu1700, is a large geometry, high resolution
MC-ICP-MS [6] that allows one to overcome most of the
interferences.
Finnigan MAT in Germany introduced the Neptune MC-
ICP-MS, a double focusing C-shape instrument with a large
magnet providing 16% mass dispersion, movable collector
array, and high resolution capability. Flat-topped peaks are
achievable at R>4,000 [7].
When discussing isotope ratio measurements utilizing
plasma ionization, several further phenomena should be
mentioned. Isotopic fractionation is of utmost importance.
It is caused by repulsive forces in the intensive positive ion
beam emerging from the plasma and supersonic ion
expansion through the sample cone. Both effects yield
radial repulsion of the lighter isotope from the beam center,
i.e., increasing the heavy mass over light mass ratio. The
fractionation effect is inversely mass dependent from
several per mils in uranium to more than 10% in lithium.
It is constant in time, since fresh sample solution is contin-
uously aspirated into the ion source. This is in contrast to
TIMS ionization, where a fixed sample is used, permanent-
ly changing in composition as the lighter isotope is
preferentially vaporized. Fractionation may be corrected in
one of three techniques: (1) internal and (2) external
normalization, including double spike method; and (3)
“standard-sample-standard bracketing”; consecutive mea-
surements of the same ratio in a sample and standard.
Further details will be given when describing the ratio
measurements in the elements discussed in this review.
ICP mass spectrometry is subject to other interferences
originating from various sources. Spectral interferences are
products of interactions between the carrier gas and
atmospheric gases or the solvent molecules. As mentioned
above they obscure the lower mass range. Sodium ions in
the sample solution in the case of copper analysis may
interfere as ArNa
+ at mass 63. Further cases are molecular
interferences such as oxides, nitrides, and hydrides of trace
elements in the solution and isobaric ion interferences.
These cases can be removed by using expensive high
resolution MS. Other ways to reduce interferences include
using of desolvation nebulizer and chromatographic sepa-
ration of the analyte from the matrix prior to introduction
into the MS. This separation is also necessary to prevent the
additional effects of mass fractionation connected with the
matrix effect. In the case of the heavy isotope ratio
measurements, this fractionation is corrected by internal or
external normalization, but in the case of standard-sample-
standard bracketing, generally used for light masses
correction, the analyte must be carefully and precisely
separated from the matrix.
As with the stable isotopes of the light elements, the
isotopic composition of a sample is given in δ units (‰)
relative to standard (I is isotope, x and y are mass numbers).
δ (‰) = [(
xI/
yI)sample/(
xI/
yI)standard -1]x1000                    (1)
Generally, the isotope variations are derived from
bracketing the measured sample ratio with the mean ratios
of a standard measured before (std1) and after the sample
run (std2), and are presented as deviations in parts per
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(normalizing) ratio:
δ (‰) = {(
xI/
yI) samp/[(
xI/
yI)std1+ (
xI/
yI)std2]/2 -1}x1000                  (2)
Results and discussion
Lithium
Lithium isotopes are of significant importance in a number
of fields, such as geochemistry [8–11], astrophysics [12–
13], nuclear technology [14], and biomedicine [15]. MC-
ICP-MS opened new frontiers in Li isotope measurements
by providing high precision data (<0.3‰,2 σ). Lithium
isotopes fractionate during hydrothermal processes, and
significant variations may be observed in
7Li/
6Li ratios in
water derived from marine sedimentary rocks and from
hydrothermal altered igneous rocks, thereby providing
valuable information regarding regional ground-water flow
paths. Lithium isotopes are a powerful tracer of recycling
processes in the Earth. This is particularly the case for
understanding the geochemical evolution of the Earth’s
mantle, because (a) Li is a moderately incompatible
constituent of minerals in peridotite, (b) Li isotope ratios
show large variations in the terrestrial system, caused by
low-temperature fractionation and mixing, (c) Li is a fluid-
mobile element. Therefore, combined with existing geo-
chemical information, its isotopes could be powerful
geochemical tracers, especially for fluid-related (metaso-
matic) mantle processes. In recent years, almost all lithium
isotope studies dealing with geological and related systems
have applied the MC-ICP-MS measurement technique.
Lithium isotope ratio measurements require careful
separation of Li from the matrix in natural samples. For
solid samples, digestion and ion exchange chromatography
separation are used in general; liquid samples are processed
by chromatographic separation [16–21]. Acid leaching [22,
23] and direct resin techniques [24] are also applied. The
most rapid method of separation was published by Hall et
al. [21] for TIMS and modified at the Geological Survey of
Israel for MC-ICP-MS. Any traces of Na, K, Mg, Sr, and
Rb were detected using this modified method, so the
samples were sufficiently pure for ratio measurements by
Nu Plasma MC-ICP-MS.
The values of the ratio in standard L-SVEC NBS (NIST,
Li2CO3)a r e6Li

7Li ¼ 0:0832   0:0002 [25], and in
seawater 6Li

7Li ¼ 0:08015   0:00006 [26]. A typical
analysis sequence consists of blank, standard, blank, sample
1, blank, standard, blank, sample 2, and so on. Lithium
ratio measurements exhibit time-dependent drifts and
random shifts. Tomascak et al. [16] reported a typical
7Li/
6Li ratio drift for the L-SVEC standard from 12.7 to
12.3 during an 8-h period. Nishio and Nakai [17] rejected
data when two successive measurements of the bracketing
standard ratio shifted by more than 2‰. These authors also
reported a stability of d7Li ¼þ 15:08   0:82 (2σ) for an in-
house isotope standard measured over an 8-month period. It
is good practice to carry out the sample and standard
measurements under identical instrumental and solution
conditions. The analyte concentrations in both solutions
should be as close as possible and the impurity levels
identical and as low as possible.
It should be noted that sample purity in TIMS analysis
relative to MC-ICP-MS is of major importance, since the
large isotopic fractionation in Li is highly sensitive to
impurities in the loaded sample, especially when Na and K
are interfering elements [21]. It was reported that a Na/Li
ratio greater than approximately 5 may cause unstable
instrumental fractionation [16]. Moriguti and Nakamura
[27] developed a four-step chromatographic separation for
Li purification, allowing precise TIMS Li ratio analyses.
Bouman et al. [28] studied a wide range of Li samples
originating from islands in the Pacific, Atlantic, and Indian
Oceans. Thirty six samples and three standard materials
were analyzed. The precision of these measurement are
0.01–0.5(‰), 0.6–1.0(‰), and 1.2–1.9(‰) for 22, ten, and
four samples, respectively. The data for standard materials
are presented in Table 1, which also summarizes selected
MC-ICP-MS Li isotope ratio measurements in geological
samples.
Bryant et al. [29] studied Li isotope ratio measurements
by MC-ICP-MS under “cold plasma” conditions. The
results are characterized by fewer baseline interferences
and improved reproducibility as compared with conven-
tional hot plasma techniques. The 2σ precisions for 1,200-W,
800-W, and 680-W plasma energy are conservatively
estimated as 1.1‰,0 . 7 ‰, and 0.5‰, respectively. The
effects of analyte, acid, and matrix concentrations were
discussed.
Seitz et al. [31] determined the Li isotopic composition
of coexisting olivine, clinopyroxene, and orthopyroxene
from spinel- and garnet-bearing peridotite xenoliths. The
degree of intramineral fractionation correlated negatively
with equilibration temperature.
The lithium isotopic composition of saprolites developed
on a granite and diabase dike from South Carolina was
measured to document their behavior during continental
weathering. A general trend of decreasing δ
7Li with
increasing weathering intensity was observed [32, 33]. A
similar study was carried out by Kısakürek et al. [34]. The
internal precision on
7Li/
6Li measurements was usually less
than 0.20‰, and the external precision of Nu Plasma MC-
ICP-MS, was 0.8‰.
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mantle sources (volcanic rocks from the Antarctica oceanic
islands), and Nishio et al. defined lithium isotope variations
in mantle-derived xenoliths [36]. These isotopic measure-
ments have provided much information on the mantle
source region. Similarly, Elliott et al. [37] showed that Li
isotopes promise to provide significant new constraints on
the distribution of recycled material in the mantle and its
implications for mantle convection.
Lithium isotope compositions and concentrations of
lunar samples, including basalts, breccias, and glass, and
martian meteorites were measured using Thermo Finnigan
MC-ICP-MS [38].
Teng et al. [39] measured lithium isotopic compositions
in the country-rock amphibolites and schists using Nu
Plasma MC-ICP-MS. δ
7Li decreased dramatically with
contact distance (along a −10 m traverse from the pegmatite
into amphibolite) from +7.6 to −19.9.
Pogge von Strandmann et al. [40] investigated the
behavior of Li isotopes in glaciated basaltic terrain. The
δ
7Li value of the suspended load was always lower than
that of the bedload due to preferential retention of
6Li in
secondary minerals during weathering. In turn, the δ
7Li
value of the dissolved load was always greater than that of
the bedload. The authors suggested that δ
7Li decreases with
increasing chemical weathering. Similarly, Hathorne and
James [41] used Li isotopes in seawater as a tracer for
silicate weathering and showed that between 16 and
approximately 8 Ma silicate weathering rate has increased,
while weathering intensity has decreased.
Nishio et al. [42] studied Li isotope ratios in North
Atlantic and Indian Ocean waters and its relation to those of
Sr and Nd. The Li isotope results support the recent
proposal that significant amounts of recycled lower conti-
nental crust might produce the radiogenic isotope signatures
oftheIndianOceanbasalts.RudnickandIonov[43] examined
Li isotopic disequilibrium in olivine and clinopyroxenes
from far-east Russia. Jeffcoate et al. [44] studied Li isotope
fractionation in peridotites and mafic melts. Their results
highlight the potential of Li isotopes as a high resolution
geospeedometer of the final phases of magmatic activity
and cooling. Wunder et al. [45] studied Li isotope fraction-
ation between Li-bearing staurolite, Li-mica, and aqueous
fluids.
Magnesium
Magnesium has three naturally occurring isotopes at mass
numbers 24, 25, and 26 with relative abundance of 78.99,
10.00, and 11.01%, respectively. Galy et al. [46] briefly
summarized the various fields where natural variations in
the isotopic composition of this element may arise: (1)
stellar nucleosynthesis and incorporation of presolar grains
into meteorites, (2) the decay of
26Al to
26Mg, (3) isotopic
fractionation in volatilization/condensation reactions, (4)
isotopic fractionation during low temperature fluid/rock
interactions, and (5) kinetic and thermodynamic isotope
effects in biological processes.
Galy et al. [46] performed high precision magnesium
isotope ratio measurements using MC-ICP-MS for three
groups of materials: commercial Mg materials including the
NIST isotopic standard SRM 980, natural magnesite, and
commercial chlorophyll in spinach. The observed ratio
26Mg/
24Mg was 0.139828±0.000037 (2σ), compared to the
NIST value of 0.13932±0.000 6 (2σ)[ 47]. The variations
in the Mg materials reported in δ
25Mg and δ
26Mg units are
given in Table 2. A desolvation nebulizer was used to
minimize the introduction of H2O, CO2,O 2, and N2,
therefore reducing the presence in the plasma of molecular
interferences such as Cþ
2 ,C 2H
+,C 2Hþ
2 ,C N
+, and NaH
+.
Other possible interferences are doubly charged ions such
Table 1 Li isotopic composition in standards and selected natural
samples relative to NIST NBS L-SVEC (‰)
Sample δ
7Li ±2σ Reference
JR-2 rock standard 3.84 0.18 [24]
Magmatic arc lavas (Kurile) [18]
8322/3 Onekotan 4.2 <1.0
K33 Keli-Mutu 5.1 <1.0
VB30 granite −1.4 1.0 [19]
MG20 granite 0.8 1.0
Inorganic calcite CM019 −7.6 0.6 [20]
Coral Acropora 21.0 0.4
Indian Ocean water 33.0 1.2 [21]
Atlantic Ocean water 32.1 1.2
Foraminifera Orbulina universa 28.4 1.6
Inorganically grown carbonates [23]
Aragonite (salinity 10 psu) −10.9 0.8
Calcite (salinity 50 psu) −1.9 0.8
Seawater 29.7 0.4 [28]
BHVO-1 rock standard 5.0 1.5
Seawater 680 W 30.7 0.4 [29]
Mediterranean Sea 30.59 0.26 [30]
Red Sea 30.49 0.12
Dead Sea 28.78 0.11
Yarkon spring 15.14 0.21
SC -1 olivine 3.4 1.0 [31]
Ia/211 clinopyroxene −2.4 1.0
M 1 saprolite −11.6 1 [32]
10 saprolite 0.2 1
SH 65 Ocean Island basalt 7.0 <1 [35]
KRS9806 xenolith, Japan −7.7 0.83 [36]
9708 xenolith, Australia 6.0 0.83
Zagami meteorite 4.4 0.5 [38]
15495 lunar low-Ti mare basalt 5.6 0.2
14-1 amphibolite 0.9 1 [39]
12-2 amphibolite −14.2 1
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48Ca
2+,
48Ti
2+,
50Ti
2+,
50V
2+,
50Cr
2+, and
52Cr
2+. These
elements, if present, should be removed by purification.
Variations of the Mg isotope ratio in the metallic chips of
the NIST SRM 980 magnesium isotopic standard were
shown using five different MC-ICP-MS instruments of two
types [48]. The chips were 1–50 mg in size. The differences
in δ
25Mg and δ
26Mg of the SRM 980 were up to 4.2 and
8.19‰, respectively, while the long-term repeatability of
the δ values was up to 0.09 and 0.16‰ respectively.
Because of the heterogeneity of the NIST reference
material, two homogeneous isotope standards, DSM-3
(Dead Sea magnesium) and Cambridge1 were prepared
and characterized. The heterogeneity of Mg isotopes was
also reported by Zhu et al. [49]. Carignan et al. [50]
discussed the isotopic homogeneity of existing reference
materials and suggested the acceptance of DMS-3 as a new
Mg isotope reference standard material.
Changetal.[51] developed a Mg separation technique for
low-Mg biogenic carbonates with yields close to 100%. The
technique was applied to the determination of Mg isotopes
in three natural samples: seawater, foraminifera, and
dolomite. De Villiers et al. [52] established the magnesium
isotopic composition of seawater and evaluated its constan-
cy as a function of depth and geographic location. The
authors demonstrated that the magnesium isotopic compo-
sition of ancient oceans can be used to make important
inferences about the relative contribution of different
lithologies to the global continental weathering flux.
Tipper et al. [53, 54] analyzed river water, rock,
travertine, and soil and demonstrated that both Ca and Mg
isotope ratios are fractionated during weathering. The Mg
isotope composition of the rivers is intermediate between
limestone and silicate rock. Silicate soil has a δ
26Mg of
−0.03‰, heavier than that of silicate rock by 0.5‰. This
Table 2 Mg isotopic compo-
sition in standards and selected
natural samples relative to
DSM-3 (‰)
aRelative to NIST isotopic
standard SRM 980
Sample δ
26Mg ±2σδ
25Mg ±2σ Reference
Aldrich Mg solution 2.60 0.17 1.33 0.08 [46]
a
Dead Sea Mg metal 3.96 0.15 2.03 0.08
AG 177 magnesia 2.03 0.04 1.03 0.01
OUM 10988 magnesite, Italy 1.22 0.04 0.60 0.03
AG 27 chlorophill b, spinach 1.06 0.07 0.54 0.03
North Atlantic Sea water 2.59 0.04 1.33 0.08 [51]
a
Mixed foraminifera −1.88 0.16 −0.99 0.10
Dolomite 1.64 0.04 0.88 0.01
Seawater [52]
a
EPR1 surface 1.95 0.14 0.98 0.06
WP45N 5800 m 2.01 0.16 1.00 0.04
Med-T1 surface 2.02 0.07 1.05 0.09
Hydrothermal 2,650 m −1.01 0.16 −0.51 0.06
River water
MB16 0.76 0.46 0.38 0.22
MB6 0.09 0.22 0.04 0.11
PH6 0.22 0.06 0.11 0.06
PH5 −1.01 0.16 −0.51 0.14
Ganges −1.39 0.06 −0.7 0.09 [53]
Amazon −1.03 0.07 −0.53 0.04
Lena −1.28 0.08 −0.66 0.02
Seawater −0.84 0.13 0.43 0.15 [54]
MT 66 solute −1.74 0.07 −0.90 0.07
Ett113 bulk silicate rock −0.42 0.03 −0.21 0.02
M 201 biotite −0.07 0.09 −0.01 0.00
MO33 100–110 soil 0.02 0.01 0.01 0.01
Ace78 travertine −4.01 0.11 −2.06 0.07
Dead Sea water −0.60 0.08 −0.33 0.10 [55]
Seawater −0.74 0.05 −0.36 0.12
Sataf spring −2.50 0.10 −1.30 0.10
Carbonaceous chondrites [56]
144A, Al-Ti diopside 0.11 0.06 −0.09 0.12
144A, Al-Ti diopside −2.74 0.11 −1.74 0.11
Olivines [57]
DR9894 Australia −1.43 0.2 −0.66 0.13
ZS56-2 Siberia −1.05 0.2 −0.54 0.13
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water reservoir of light Mg. Seasonal variations in Mg
isotope ratios in the dissolved load are small, but define an
array which can be modeled as a mixture between a
fractionated groundwater reservoir and surface runoff.
Mg isotope fractionation during brine evolution in the
Dead Sea is presently being studied using the MC-ICP-MS
technique[55]. Samples from the solar system were used for
26Al−
26Mg dating, by measuring the variations in the Mg
ratios using laser ablation combined with MC-ICP-MS [56].
Pearson et al. [57] investigated Mg isotopic variations in
the lithospheric mantle by analyzing olivine in mantle-
derived peridotite xenoliths and megacrysts using a laser-
ablation microprobe and MC-ICP-MS. δ
26Mg ranges from
−3.01 to +1.03‰ and δ
25Mg from −1.59 to +0.51‰,
relative to the magnesium isotopic standard DSM-3, were
found. The in situ measurement of Mg isotopes thus
provides a powerful new method for investigating processes
in the mantle.
Calcium
Calcium has six stable isotopes at mass numbers 40, 42, 43,
44, 46, and 48 with relative abundance of 96.941, 0.647,
0.135, 2.086, 0.004, and 0.187%, respectively. Halicz et al.
[58] studied in detail the MC-ICP-MS isotope ratio measure-
ments of calcium. The more important points are discussed
here. Under normal instrumental operation conditions it is
not possible to use the isotope
40Ca because it is masked by
the intense
40Ar
+ ion beam. Furthermore, the ion dispersion
of Ca isotopes is too large to allow the
48Ca−
42Ca mass
range to be accommodated on the multicollector array;
therefore only
42Ca,
43Ca, and
44Ca are monitored. Ar-
scattered interferences were monitored at half masses for
elevated background correction. Corrections of doubly
charged Sr were made by measuring doubly charged
87Sr
2+. A desolvation nebulizer was used to reduce molec-
ular interferences such as 14N16
2 Oþ, 12C16Oþ
2 , and 40ArHþ
2 .
The results for the Ca ratios in the studied sample are given
in δ units in Table 3 and were derived using the bracketing
technique relative to the NIST SRM 915a Ca standard.
Wieser et al. [59] developed a high precision Ca isotope
ratio measurement technique for a Finnigan Neptune magnetic
sector ICP-MS. Delta values including δ
44Ca/
43Ca,
δ
44Ca/
42Ca, and δ
48Ca/
42Ca were measured with an external
reproducibility better than 0.2‰ in seawater and biogenic and
non-biogenic marine carbonates. Fietzke et al. [60] developed
a new technique for direct measurements of
44Ca/
40Ca ratios
on an MC-ICP-MS using “cool plasma”. Reducing the
plasma energy from the usually applied approximately
1,300 W to about 400 W significantly reduced the
40Ar
+
isobaric effect, allowing simultaneous and precise measure-
ments of the two Ca isotopes. Repeated measurements of the
44Ca/
40Ca ratios in various Ca standard materials were in
good agreement with data reported in the literature.
Marriott et al. [61] investigated temperature dependence
of Ca isotopes in solution, inorganic calcite, and forami-
nifera and concluded that they are lighter than in the growth
solution, and only weakly dependent on temperature. Sime
et al. [62] also found negligible temperature dependence of
calcium isotope fractionation in planktonic foraminifera.
River water, rock, travertine, and soil were studied by
Tipper et al. [54] who demonstrated that Ca, as well as Mg
isotope ratios, are fractionated during weathering. Fraction-
ation of Ca during continental weathering is of importance
to the global cycle of Ca. The riverine input of Ca to the
oceans is controlled not only by the composition of the
primary continental crust, but also by the size and com-
position of the fractionated reservoir on the continents. The
impact on the oceanic cycle of Ca depends on the relative
residence times of dissolved Ca in the ocean and the storage
time of fractionated Ca.
Soudry et al. [63] explained fluctuations of Tethyan
phosphogenesis through time, and whether or not they
reflect long-term changes in ocean circulation or in
Table 3 Ca isotopic composition in standards and selected natural
samples relative to NIST SRM 915a (‰)
Sample δ
44Ca ±2σ Reference
CaCO3 Merck 0.61 0.28 [58]
2-8-E3 speleothem 0.25 0.32
Acropora coral 0.58 0.16
Shell from marine organism [59]
USGS EN-1 0.53
a 0.07
CaCO3 JM 9912 −0.63 0.07
CaCO3 JM 4064 −6.62 0.08
Inorganic calcite [61]
CM040 0.09 0.2
CM039 −0.07 0.2
Growth solution 0.31 0.2
Foraminifera [62]
OMEX-12b 0.21 0.10
WIND-10b 0.28 0.11
Mediterranean Sea water 0.98 0.14
Seawater 1.09 0.09 [54]
MT 66 solute 0.54 0.06
Ett113 bulk silicate rock 0.31 0.05
MO33 0-10 soil 0.51 0.05
MO33 100-110 soil 0.54 0.13
Ace78 travertine 0.14 0.05
Carbonate fluorapatite [63]
OG-5 0.26 0.11
D4/01 0.42 0.08
S30/03 0.23 0.01
32a/01 0.52 0.12
32/01s 0.13 0.03
D49/01 −0.23 0.06
aRelative to IAPSO seawater
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44Ca increase during the Late
Cretaceous–Eocene also reflects a decrease in weathering
Ca
2+ fluxes together with increased biological removal of
isotopically light Ca
2+, fostered by increased continental
flooding and concomitant carbonate (chalk) sedimentation
on shelves. The overall concordant trends between the
measured δ
44Ca, the eustatic sea level curve, and the sizes
of the flooded continental area throughout the Early
Cretaceous–Eocene, point to a linkage between the Ca
isotopic composition of paleoseawater and long-term
paleogeographic and oceanographic changes.
Steuber and Buhl [64] analyzed the calcium isotope
composition in modern and ancient marine carbonates. No
significanttemperature dependence ofCa isotope fractionation
was found in Cretaceous shells. δ
44Ca of Cretaceous seawater
was 0.3–0.4‰ lower than that of the modern ocean.
Chu et al. [65] developed a procedure for the precise
determination of Ca isotope ratios in natural and organic
samples, such as bones, milk, and other biological
materials. The data demonstrated that geological/environ-
mental conditions do not cause large variability and it was
suggested that diet is the major cause for variations in
bones; so Ca isotope ratios may serve as a paleodiet tracer.
Skeletal carbonates from the Tethyan realm were analyzed
by Farkaš et al. [66]. The observed late Mesozoic δ
44Casw
was simulated using a Ca isotope mass balance model, and
the results indicated that the variation in δ
44Casw can be
explained by changes in oceanic input fluxes of Ca that were
independent of the carbonate ion fluxes.
Sime et al. [67] interpreted Ca isotope behavior in marine
biogenic carbonates. The 18 million year record of planktonic
foraminifera in the Atlantic averages d44Ca ¼þ 0:37   0:10
and is a good match to Neogene Ca isotope record based on
foraminifera, but is not similar to those in bulk carbonates.
There are also publications on Ca using seawater as a
standard for normalization in the bracketing method.
Copper
Copper isotope ratio measurements have been used to
determine natural isotope variations in ore geology, geochro-
nology, and archaeometry [68, 69]. Three different types of
ICP-MSinstrument,aquadrupole,asinglecollectormagnetic
sector, and a multicollector magnetic sector instrument, were
compared by Diemer etal.[70]. Although precision ofresults
significantly differed, excellent agreement was observed be-
tween results obtained using all the instruments. The results
for the Cu-isotopic composition are given in Table 4.
MC-ICP-MS ratio determinations of copper were com-
prehensively studied by Zhu et al. [71]. A sample
purification procedure was described, noting that possible
isotope fractionation must be avoided. Potential interfer-
ences in
65Cu/
63Cu ratio measurements are (
23Na
40Ar)
+ and
23Na16
2 O1H
 þ at mass 63 and (
25Mg
40Ar)
+ at mass 65. It
has been shown that for samples where Na/Cu and Mg/Cu
ratios are below 10
−4 and 10
−3, respectively, and under
instrumental working conditions applied in this study, the
abundances of the polyatomic ions relative to Na
+ and Mg
+
were approximately 10
−4, i.e., isobaric interferences were
negligible.
Two Cu isotope measurement procedures were used: the
standard-sample-standard bracketing technique where var-
Table 4 Cu isotopic composition in standards and selected natural
samples relative to SRM NIST 976 (‰)
Sample δ
65Cu ±2σ Reference
Native copper [71]
a
OUM15126 Michigan, USA 0.45 0.06
OUM00061 Yekaterinburg, Russia −0.33 0.06
OUM15127 Cornwall, England 0.41 0.06
Minerals
OUM23585 malachite, England −0.26 0.06
OUM1616 azurite, USA 1.59 0.06
OUM25139 chalcopyrite, England 0.07 0.06
Acc. Ser. 25300 chalcopyrite, Canada 0.40 0.06
G-4 chalcopyrite, sulfide deposits −0.44 0.06
Ultra-pure Cu standards [75]
JMC Cu Axiom 0.619 0.058
JMC Cu IsoProbe 0.641 0.019
IMP Cu IsoProbe 0.20 0.10
IMP Cu IsoProbe 0.207 0.049
Copper sulfide precipitates [78]
A-Cu- 0 Cu(I)S bulk 0.70 0.06
A-Cu- 0 Cu(I)S precipitated −2.52 0.06
A-Cu-48 Cu(I)S bulk 0.62 0.06
A-Cu-48 Cu(I)S precipitated −2.32 0.06
C-Cu-0 Cu(OH)2 bulk −0.26 0.06
C-Cu-0 Cu(OH)2 precipitated −0.54 0.06
Chalcopyrite from the Grasberg
deposit region
[73]
a
F1-001 Grasberg skarn 0.107 0.031
XC05-001 Ertsberg diorite 0.633 0.035
ES-005 Ertsberg skarn 0.193 0.054
XC22001 pyrite shell 0.218 0.023
XC25-002 bornite-2.69 Dalum −0.269 0.031
Alexandrinka VHMS sulfides [76]
SW-1(a) chalcopyrite 0.184 <0.07
SW-1(b) quartz 0.318 <0.07
HV-1(a) sphalerite 0.330 <0.07
CA-1 pyrite 0.054 <0.07
CB-1(b) covellite −0.300 <0.07
CB-2(a) silicate −0.058 <0.07
Supergene copper sulfides [81]
Tt-1, El Teniente bornite 0.37 0.16
Tt-6, El Teniente chalcopyrite −0.15 0.16
El-1, El Salvador chalcopyrite 0.81 0.16
M-1, Mocha chalcopyrite −0.06 0.16
aOriginal results were given in ɛ units (parts per 10,000) and have
been converted to δ units
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NIST 976) as in Eq. 2, and the “doping” technique [2]
where the sample is doped with Zn at a concentration Cu/
Zn ratio close to 1. Early results were given in “ɛ” units,
but in the last papers “δ” is accepted. A constant value of
the
68Zn/
66Zn ratio was used as a normalization factor to
correct the measured
65Cu/
63Cu ratios. External precision
(2σ)b e t t e rt h a n0 . 0 3 ‰ and 0.06‰ was achieved by
applying the doping and bracketing techniques, respectively
[71]. Borrok et al. [72] presented a new method for efficient
separation of Cu, Fe, and Zn from the greater concen-
trations of matrix elements using a single anion-exchange
column with hydrochloric acid media.
The possibility of laser ablation combined with a MC-
ICP-MS for Cu isotope ratio determinations was presented
by Graham et al. [73] About 160 solid samples were
analyzed with a 2σ uncertainty of approximately 0.04‰.
Jackson and Günter [74] examined the influence of various
processes of laser ablation on fractionation of the Cu
isotope ratio. The data suggest that the dominant source of
isotopic fractionation at high laser fluence was the
preferential volatilisation of
63Cu during incomplete vapor-
ization and ionization in the ICP of particles greater than
approximately 0.5 μm in diameter.
Mason et al. [5, 75] performed a detailed study on
spectral interferences across the mass range
63Cu to
70Zn
and the mass discrimination corrections using two different
MC-ICP-MS instruments: the double focusing VG Axiom
and the single focusing Micromass IsoProbe. It was
observed that the ion types and their intensities depend on
the different instrumental configuration. The importance of
removing problematic matrix components prior to the Cu
and Zn measurements was also emphasized. Based on their
method Mason et al. [76] studied Zn and Cu isotopic
variability in the Alexandrinka sulfide ore deposit from the
Urals, Russia. A further study on mass discrimination
correction shows the importance of matrix removal,
particularly Fe and Ti, the dependence of mass discrimina-
tion on Cu/Zn ratio in the solution and that sample
introduction system with a desolvating membrane causes
variable behavior of the Cu standard, probably due to
variations in Cu oxidation state in the solution [77].
Ehrlich et al. [78] studied copper isotope fractionation
between aqueous Cu(II) and CuS, the latter being precipitated
from CuSO4 solution with Na2S under anoxic conditions.
Using Ni as a doping agent and the standard-sample-standard
bracketing technique a 2σ error of 0.06‰ was achieved.
The mean fractionation factor at 20 °C was derived:
Δ
65Cu Cu II ðÞ aq   CuS ðÞ ¼ 3:06   0:14. Additional experi-
ments over the temperature range 2–40 °C showed an inverse
dependence of the fractionation factor on temperature. Markl
et al. [79]usedcopperisotopesasmonitorsofredoxprocesses
in hydrothermal mineralization. The authors concluded that
copper isotope analyses cannot be easily used as a reliable
fingerprint for the source of copper in archaeology and
geology because the variation caused by redox processes
within a single deposit is usually much larger than between
deposits.However,Asaeletal.[80]showedthatsystematically
large Cu isotope fractionation occurred during redox processes
in sedimentary copper ore deposits. Cu isotope fractionation
w a sa l s oo b s e r v e di nb a c t e r i al oxidizing environments [81].
The roles of Cu and Zn isotopes in chondrites and iron
meteorites were studied by Luck at al. [82, 83]. A typical
error (external precision) for δ
65Cu±0.4–0.5‰ was
reported. Moynier et al. [84] investigated isotopic compo-
sition of zinc, copper, and iron in lunar samples.
Recently isotopic ratio studies of Cu and Zn were
performed in seawater [85]. The very low concentration
of these elements and high TDS matrix demanded
development of preconcentration and purification, followed
by separation processes. In this work accurate data and their
uncertainties are given only for Zn.
Conclusions
We have reviewed a group of more than 60 papers that were
published in the period from 2000 up to present. We also
quote results from a few unpublished works made at the
GSI. We have chosen to focus on the isotope ratio deter-
minations of only four elements, namely lithium, magne-
sium, calcium, and copper, where high precision ratio
measurements were for various reasons impossible to
achieve with the early MC-ICP-MS instruments. The
second-generation machines have detection systems with
sufficient dispersion to accommodate Li ions and the
capability to be tuned to partial mass numbers. The high
resolution capability allows one in some cases to resolve
interferences. New types of desolvation nebulizers allow
significant reduction of solvent and atmospheric interfer-
ences and the “cold plasma” technique reduces nebulizing
gas ion intensities. Consequently, precision (±2σ) for δ
7Li,
δ
25,
26Mg, δ
44Ca, and δ
65Cu down to the range of (0.1–
0.2)‰, (0.01–0.1)‰,( 0 . 0 5 –0.1)‰ and (0.06–0.15)‰,
respectively, can now be achieved.
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